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Microcomputer 
Software  and 
Interface  for  Control 
of  a  Microscope 
Scanning  Stage 


Benjamin  R.  Lee 
Helmut  Ludl 

C.  Patrick  Reynolds,  M.D.,  Ph.D. 


Motorized  scanning  stages  are  valuable  in  micros - 
copy  systems  that  employ  digital  image  analysis  and 
for  the  development  of  semiautomatic  computer- 
assisted  microscope  systems ;  the  development  of 
standard  software^'tools "  to  control  such  stages  will 
facilitate  their  integration  into  a  variety  of  computer- 
based  systems.  A  set  of  Microsoft  BASIC  and  Turbo 
PASCAL  programs  that  interfaces  a  microprocessor- 
controlled  stepper  motor  microscope  stage  (MDACE 
1000)  to  an  IBM  PC  or  PC-AT  or  compatible  micro¬ 
computer  via  a  serial  interface  (RS-232)  is  described. 
These  programs  can  be  integrated  into  other  software 
written  in  either  BASIC  or  PASCAL,  or  used  via  a 
menu  program  that  directs  the  routines  to  control 


i 

I 


scanning  patterns  and  to  locate  the  microscope  stage 
to  a  selected  area  of  the  slide.  Coordinates  of  signifi¬ 
cant  events  on  a  slide  can  be  stored  on  a  dish  file  to 
allow  future  examination  The  software  and  interface 
also  provide  control  of  a  filter  wheel  in  the  micro¬ 
scope  for  use  in  multicolor  fluorescence  assays 

|0  .  -  ^  'nr  *v  5  .. 

Motorized  microscope  stage  movement  can  signi/i- 
cantly  increase  the  power  of  cell  analysis  systems  us¬ 
ing  digital  image  processing.  Such  stages  are  also 
valuable  in  microscopy  without  image  analysis. 
Through  automation,  precise  movement  of  the  stage 
is  achieved,  thereby  allowing  uniform,  complete  and 
accurate  scans  of  a  slide.’*21  Systems  have  been  de¬ 
veloped  that  use  stepper  motor  stages  to  track  the 
movement  of  living  cells,*  2217  to  trace  and  recon¬ 
struct  nerve  pathways,7  7  10  12  27  24  31  to  scan  cervical 
preparations  for  dysplasia,  11  26  2*  to  scan  blood 
smears  to  produce  an  automated  differential  blood 
count20 10 11 14  and  to  perform  other  image  analysis 
procedures.2 14 16  Such  systems  were  developed  either 
as  complete  analyzers  with  dedicated  computers  or 
using  various  minicomputers.  However,  with  con¬ 
stantly  decreasing  prices  and  increasing  power,  mi¬ 
crocomputers  are  becoming  attractive  for  developing 
image  analysis  systems.1  21  24  31  Moreover,  the  low 
cost  of  microcomputers  should  allow  their  wide¬ 
spread  use  in  manual  microscopy  for  data  collection. 
Cell  analysis  with  such  systems,  whether  performed 
by  image  analysis  or  by  manual  methods,  would 
benefit  from  interfacing  the  microcomputer  to  a  mo¬ 
torized  scanning  stage. 

This  paper  describes  a  package  of  modular  pro¬ 
grams  that  interface  a  microcomputer  to  a  commer¬ 
cially  available  microprocessor-controlled  stepper 
motor  stage.  These  programs  have  been  developed  in 
both  PASCAL  and  BASIC,  allowing  their  incorpora¬ 
tion  as  software  "tools"  into  microcomputer-based 
microscopy  systems  developed  in  either  of  these  lan¬ 
guages. 
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Materials  and  Methods 

The  programs  to  control  the  stepper  motor  stage 
were  developed  on  an  IBM  PC-AT  with  a  standard 
serial  interface.  The  stage  controller  consists  of  a 
6-MHz  8085  microprocessor  with  24K  RAM  and  24K 
ROM  in  addition  to  a  proportional  X,Y  joystick 
(MDACE  1000,  Ludl  Electronics,  Scarsdale,  New 
York).  The  MDACE  1000  provides  a  serial  RS-232  in¬ 
terface  that  connects  an  IBM  PC  or  PC-AT  micro¬ 
computer  to  the  MDACE  controller,  allowing  the  mi¬ 
crocomputer  to  control  variable  scan  patterns  and  to 
interrogate  stage  coordinates.  The  MDACE  control¬ 
ler  also  controls  a  filter  wheel  (positioned  between 
the  microscope  and  a  video  camera),  which  allows 
switching  of  six  band-pass  filters.  The  stage  inter¬ 
faced  to  the  controller  contains  stepper  motors  and 
1.0-mm  lead  screws  in  the  steppers  with  drivers  for 
the  X  and  Y  axes.  The  various  components  of  the  IBM  PC"AT  MDACE  1000 

MDACE  1000  consist  of  the  stage  controller,  filter 
wheel  controller,  main  power  supply,  programming  Figure  2 

module  and  central  processing  unit  (Figure  1).  Wirin8  diasram  for  ,he  RS  232  asynchronous  communication 

.  ii.  r-  .  cable  used  to  interface  the  computer  to  the  stage  controller. 

Routines  to  control  the  stage  were  first  written  in 

Microsoft  BASIC  (Microsoft  Corporation,  Bellevue, 

Washington)  and  then  translated  to  Turbo  PASCAL 
(Borland  International,  Scotts  Valley,  California). 

Serial  input/output  (I/O)  procedures  from  the  Turbo  ments  from  one  step  to  8,000,000  steps,  a  scanning 

Asynch  Tools  Package  (Blaise  Computing,  Berkeley,  distance  of  ±8,000.000  steps,  a  scanning  speed  from 

California)  were  used  to  control  the  serial  interface.  0.001  mm  to  a  maximum  of  16.00  mm  per  second 

A  DCE  RS-232  cable  was  used  to  interface  the  con-  (50,000  steps  per  second)  and  a  communication  rate 

troller  to  the  computer  (Figure  2).  from  110  to  9600  baud.  The  use  of  1.0-mm  lead 

The  MDACE  1000  allows  programmable  incre-  screws  allows  stepping  increments  as  small  as  0.1  pm. 

Results 

As  originally  designed,  the  MDACE  1000  provides 
programmable  control  of  the  stage  stepper  motors 
via  a  keypad  on  the  controller.  Scan  patterns  can  be 
programmed  using  the  keypad  and  stored  in  the  non¬ 
volatile  random  access  memory  of  the  MDACE  1000. 
To  improve  the  user  interface  and  versatility  of  the 
system  and  to  allow  interaction  with  computer  image 
analysis  systems,  we  developed  software  to  control 
the  stage  from  a  microcomputer. 

The  communications  syntax  follows  standard 
RS-232  asynchronous  serial  communicatiohs  proto¬ 
col.  In  sending  data  to  the  stage  controller,  such  as 
target  positions  or  stepper  motor  speed,  the  process 
described  in  Figure  3  is  followed.  The  stage  controller 
acknowledges  each  instruction  by  returning  an 
"echo”  of  the  command.  However,  reading  informa- 

Main'componenu  of  the  MDACfc  iooo  stage  controller  fns.ruc-  tio"  the  sta8e  controller,  such  as  the  current 

tion  codes  from  the  computer  au*  sent  to  the  stage  controller  position  of  the  motors,  requires  that  an  inquiry  code 

microprocessor  using  a  serial  RS-232  interface  is  sent  (Figure  4).  An  echo  of  the  instruction  is  not 
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Figure  3 

Flow  chart  of  the  RS-232  communications  protocol  used  to  send 
data  to  the  stage  controller 


returned;  rather,  the  returning  bytes  are  the  desired 
information.  Table  I  lists  the  major  instruction  codes 
that  are  used  to  control  the  stage. 

An  example  of  the  program  in  Turbo  PASCAL  that 
adjusts  the  stage's  stepper  motor  speed  is  shown  in 
Figure  5.  The  program  opens  the  serial  port  and  then 
sends  the  appropriate  ASCII  code  to  the  stage,  which 
adjusts  the  stepper  motor  rate  using  the  protocol  out¬ 
lined  in  Figure  3  Similar  programs  control  other  fea- 


Software  for  Control  of  Scanning  Stage  49 


Table  1  ASCII  and  Hexadecimal  Equivalent  Instruction  Code s 
Used  to  Control  the  Stage  Via  the  Serial  Communications 
Port 


Code  description 

HEX  code 

ASCII  code 

READ  DISPLAY 

$H72 

114 

ENABLE  CPU  DISPLAY 

$H44 

68 

DISABLE  CPU  DISPLAY 

$H45 

69 

FILTER  WHEEL  ADVANCE 

$H46 

70 

FILTER  WHEEL  REVERSE 

SH4E 

78 

TEST  BUSY  (MOTOR) 

$H0 

00 

LOAD  BASE 

$H41 

65 

READ  BASE 

$H61 

97 

LOAD  SPEED 

SHS3 

83 

RUN  MOTOR 

$H47 

71 

tures  of  the  stage  by  using  the  appropriate  ASCII 
codes  from  Table  I.  Although  identical  routines  for 
control  of  the  stage  were  written  in  both  Microsoft 
BASIC  and  Turbo  PASCAL,  the  PASCAL  syntax  al¬ 
lows  defining  tasks  as  "procedures."  The  individual 
procedures  can  then  be  easily  utilized  according  to 
the  programmer's  needs.  Table  II  lists  the  individual 
PASCAL  procedures  developed  to  control  the  stage; 
Table  III  lists  the  functions  provided  by  the  Turbo 
Asynch  Tools  used  in  serial  I/O  communications.  By 
combining  the  appropriate  procedures  and  functions, 
programs  for  scanning  various  types  of  specimens 
can  be  easily  and  rapidly  developed. 

Another  feature  this  software  provides  is  the  abil¬ 
ity  to  store  coordinates  of  any  event  identified  during 
scanning.  Marking  a  significant  event  is  achieved  by 
storing  to  a  disk  file  the  number  of  motor  steps 
moved  along  the  X  and  Y  axis  from  a  predetermined 
"base"  or  zero  point.  Returning  to  the  event  is  ac¬ 
complished  simply  by  incrementing  to  the  same  num¬ 
ber  of  motor  steps  away  from  a  predetermined  base. 
This  method  allows  the  software  to  store  an  unlimit¬ 
ed  number  of  events.  The  1-pm  resolution  of  the 
stage  allows  accurate  relocation  of  a  significant  ob¬ 
ject. 

Two  methods  of  defining  scanning  patterns  can  be 
used  with  this  software.  One  method  consists  of  set¬ 
ting  the  size  of  the  scan  increment,  establishing  the 
number  of  increments,  and  looping  through  the 
movement  procedure  the  appropriate  number  of 
times.  The  second  method  reads  X-Y  coordinates 
from  a  file,  and  then  sends  the  stage  to  the  desired 
location.  A  necessary'  capability  for  both  methods  is 
to  set  a  reference  point,  or  coordinate  origin  of  the 
slide,  so  that  the  stage  is  aligned  and  can  then  return 
to  marked  locations  of  significant  events.  Manual 
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figure  4 

Flow  chart  showing  how  the  computer  interrogates  the  stage 
controller  for  data,  such  as  coordinates  of  the  current  slide  loca¬ 
tion. 

control  of  the  stage  motors  is  provided  through  a 
joystick  controller,  which  is  useful  for  setting  this 
reference  point. 

To  provide  a  "user-friendly"  interface  with  the 
stage  operator,  the  various  routines  for  control  of  the 
stage  can  be  integrated  under  control  of  a  menu- 
driven  program.  The  menu  from  an  example  control 
program  is  shown  in  Figure  6.  The  program  is  de¬ 
signed  to  allow  variable  scan  patterns  for  particular 


Table  11  List  of  Turbo  PASCAL  "Procedures'  < Subroutines I 
Developed  for  Control  of  the  Microscope  Scanning 
Stage 

Procedures _ Description _ 

Convert  Converts  data  into  integers 

stage _ drive  I/O  using  Turbo  Asynch  Tools 

Open Coml  Opens  the  serial  port  calling  Asynch  functions 

stage write  I/O  using  Turbo  PASCAL  standard  I/O 

functions 

Speed _ Rate  Sets  the  stepper  speed  of  the  motor 

Position _ Absolute  Sets  the  coordinate  origin  (0.0) 

Move _ Stage  Sends  codes  to  the  respective  motors 

InquireCoordinates  Reads  the  position  of  the  stepper  motor 
ReadDisplay  Reads  the  keypad  display 

Exist  Checks  the  disk  directory  for  an  existing  file 

Stepper  Sets  a  target  position  and  moves  the  stage 

there 

StageX  Sends  a  target  position  to  the  x-axis  motor 

Test _ Busy  Tests  to  see  if  a  motor  is  still  moving 

StageY  Sends  a  target  position  to  the  y-axis  motor 

SetUp  Sets  up  the  scan  patterns 

Scan _ Slide  Implements  the  scan  pattern  and  saves  coor¬ 

dinates  to  a  disk  file 

Filter  Sends  codes  to  the  filter  wheel 

Speed  Changes  the  stepper  rate  of  the  motors 

Readback  Recalls  saved  coordinates  of  significant  loca¬ 

tions 

Menu  Displays  a  menu  of  the  possible  choices 


slides  with  options  to  (1)  move  defined  distances 
along  the  X  and  Y  axes,  (2)  adjust  the  stepper  motor 
speed,  (3)  set  the  coordinate  origin  (reference  point 
=  0,0)  as  the  current  stage  location,  (4)  display  coor¬ 
dinates  of  the  current  location,  (5)  change  the  scan  in¬ 
crement  size,  (6)  rotate  the  filter  wheel  and  (7)  per¬ 
form  user-defined  scan  patterns  of  a  slide. 

Discussion 

The  microcomputer  software  developed  for  a  com¬ 
mercially  available  motorized  microscope  stage  con¬ 
troller  provides  microcomputer  control  of  various 
scan  patterns  and  motor  speeds  and  storage  of  coor¬ 
dinates  allowing  relocation  of  areas  of  interest.  Via  a 


Table  III  Modular  Functions  for  Serial  MO  Provided  by  the 
Turbo  Asynch  Tools 


Turbo  Asynch 
functions 

ToHex 
Open  A3 
Close  A3 
WrtChA3 

RdChA3 


Description  _ 

Converts  a  decimal  value  to  hexadecimal 
Initializes  the  serial  port 
Closes  the  serial  port 

Writes  a  character  to  the  output  buffer  of  the 
serial  port 

Reads  a  character  from  the  input  buffer  of  the 
serial  port 
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procedure  stag* _ drive(order:integer); 

begin  {  stag* _ write  } 

Errorcode:  =  WrtchAl(COMl,chr(order)); 

Errorcode:=  RdChAlfCOMl.ch.InqSite.Portetetua); 
end  {  stage _ write  }; 

procedure  Open _ Coml; 

begin;  {  Open _ Coml} 

Errorcode  :  =  OpenAl(COMl,100,100,0,0,addr(iobuffer)); 

if  (Errorcode  =  Port _ Open _ Already)  then 

write('Coml  ic  already  opened.') 
else  if  (ErrorCode  =  OK)  then 

write('Coml  eucceaefully  opened  ') 
elee 

write(’Cannot  open  Coml.  Error  Code  =  ',ErrorCode:3); 
writ«(InQStfc,‘  characters  remain  in  the  input  buffer.*); 
end;  {  Open _ coml  ) 

procedure  at  age _ write(order  integer); 

begin  {  stage _ write  ) 

writefaux,  chr(order)); 
rcad(aux,  ch); 
writeln(‘code  echo  ch); 
end  {  stage _ write  }; 

procedure  Speed _ Rate(device:integer);  {  write  speed  to  tht  stage  } 

begin;  {  Speed _ Rate  } 

Stage _ drive(58);  {  first  :  } 

Stage _ drive(device);  {  dev  =  0  } 

Stage _ drive(83),  (  init  =  $H53  ) 

Stage _ drive(2);  {  data  =  2  } 

Convert  (50000.0); 

Stage _ drive  (id  at _ l), 

Stage _ drive(idat  2); 

Stage _ drive{58);  {  last  :  ) 

end;  (  Speed _ Rate  } 

Figure  5 

I/O  procedures.  Instructions  are  sent  via  serial  RS-232  asyn¬ 
chronous  format.  Shown  are  sample  procedures  for  reading  and 
writing  to  the  serial  port  and  setting  the  stepping  rate  of  the 
motor.  Parameters  follow  normal  PASCAL  syntax. 


serial  (RS-232)  interface,  the  microcomputer  is  able 
to  record  the  number  of  motor  steps  that  the  stage 
moves,  thus  defining  an  X-Y  coordinate  axis.  The 
ability  to  interrogate  and  store  coordinates  of  ob¬ 
served  "events”  to  a  disk  file  allows  recall  of  the  ob¬ 
served  object  for  reobservation  at  a  later  time.1* 21 37 
In  addition  to  control  of  the  stage,  the  MDACE  con¬ 
troller  provides  control  of  a  filter  wheel  positioned 
between  the  microscope  and  an  intensified  (1SIT) 
video  camera.  The  software  developed  also  allows 
control  of  the  filter  wheel  by  the  microcomputer.  We 
have  found  the  filter  wheel  useful  for  changing  band¬ 
pass  filters  in  multicolor  fluorescence  assays. 


Computer-controlled  microscope  stages  provide 
rapid,  accurate  slide  movement,  thus  reducing  opera¬ 
tor  fatigue  in  scanning  large  numbers  of  specimens. 
In  addition,  such  a  system  allows  semiautomatic  col¬ 
lection  of  various  data  during  microscopy,  which  can 
be  coordinated  with  locations  on  the  slide.4  ’ 17  ’• 21 23 
Examples  of  techniques  in  which  such  "computer- 
aided  microscopy"  can  be  useful  include  grain  count¬ 
ing  in  autoradiography,’7  23  32  reading  various  immu¬ 
nologic  assays”  ”  and  neuroanatomic  mapping.’  * 10 
32  3*  The  programs  described  here  will  also  be  useful 
for  more  automated  sytems  that  use  digital  image 
analysis  for  detection  and  quantitation  of  various 
types  of  cells.' 3  6  20  30  33 

An  advantage  of  developing  programs  for  micro¬ 
computers  is  that  a  large  number  of  programmers  are 
working  in  an  identical  (or  at  least  compatible)  en¬ 
vironment.  This  has  led  several  vendors  to  develop 
powerful  sets  of  programming  "tools"  that  provide 
callable  subroutines  for  various  tasks,  thus  speeding 
up  program  development.  We  have  made  use  of  such 
tools  in  developing  this  software  (Blaise  Computing 
Turbo  Asynch).  The  PASCAL  software  we  have  de¬ 
veloped  can  be  modified  and  compiled  with  Micro¬ 
soft  PASCAL  (Microsoft  Corporation,  Bellevue, 
Washington)  or  PASCAL-2  (Oregon  Software,  Port¬ 
land,  Oregon),  both  of  which  allow  linking  to  com¬ 
piled  FORTRAN  or  C  programs,  thus  extending  the 
value  of  this  software  as  "tools"  for  programmers  in 
other  languages. 

One  of  the  obstacles  to  developing  effective  auto¬ 
mated  microscopy  systems  has  been  the  necessity  of 
obtaining  hardware  (often  custom  designed)  that  will 
accommodate  software  developed  by  other  investiga- 

MICROCOMPUTER  INTERFACE  FOR  CONTROL  OF  A 
MICROSCOPE  SCANNINC  STAGE 

[X}  Stage  Movement  -  x-axis  variable  stage  movement 
( Y |  Stage  Movement  *  y-axis  variable  stage  movement 
S[p]ccd  Control  -  Change  the  scanning  rate 

Position  (A)bsolute  •  reset  current  stage  position  as  (0,0) 

(Display  the  keyboard  CPU  coordinates 

Inquire  (C)oordinates  >  read  the  coordinates  of  the  motor  stepper 

(FJiltcr  Wheel  *  step  forward  one  filter 
Filter  [RJeverse  -  step  reverse  one  filter 
Display  |C)urrent  filler 

[M)ove  -  combined  X  and  Y  stage  movement 
Redisplay  this  men[u) 

|Q)u it.  and  return  to  data  processing 

Enter  the  letter  of  selection;  X .Y.P.A.D.C.F.R .C.M.U.Q 

Figure  6 

An  example  of  a  menu  for  ihe  microcomputer-controlled  micro¬ 
scope  scanning  stage  programs 
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Table  IV  Comparison  of  Several  Commercially  Available  Microscope  Scanning  Stages  _ 


Maximum 

Resolution  Scan  area  speed 

Stage  (and  vendor)  (pm) _ (mm)  (mm/s)  Approximat' 


Marzhauser  Mechanical  Stage  EK32  (Bunton  Instruments.  Rockville,  MD  20850)  0.1  75  X  50  20  $5,000  (stagi 

$5,000  (cont 

Boeckeler  Motorized  X-Y  System  (Boeckeler  Instruments,  Tucson.  AZ  85705)  S  O  150X150  50  $10,875" 

1.0  50XS0  25  $9,345' 

Stepper  Motor  Positioning  Stages  (Sfoelfing,  Chicago,  IL  60623)  1  0  88  X  88  6.7  $8,895 

MDACE  1000  XY  Stage  Controller  (OPELCO.  Washington.  DC  20041-17127)  0.1  75X75  16  $5,948  (stag. 

$4,374  (cont 

99S006  Stage  and  Compiler  (OPELCO,  Washington.  DC,  20041-17127) _ 0-2 _ 75X75 _ 32  $5,500 

"User  must  provide  the  stage  from  an  existing  microscope:  price  includes  modification  of  existing  stage  and  object  code  for  IBM  PC  control  software 


tors,  or  of  writing  the  software  de  novo  for  the  hard¬ 
ware  available.  Table  IV  summarizes  the  characteris¬ 
tics  of  several  commercially  available  stage- 
controller  systems.  Although  written  for  the 
MDACE  1000,  the  software  described  here  should  be 
adaptable  to  any  of  the  scanning  stages  listed  in 
Table  IV,  allowing  the  user  some  flexibility  in  the 
design  and  assembly  of  a  system. 

The  rapid  increase  in  graphics  power  available  for 
low-cost  microcomputers  indicates  that  they  will  find 
widespread  use  in  the  field  of  digital  image  micros¬ 
copy.  Several  vendors  already  offer  frame  grabbers 
for  personal  computers,  mainly  for  microcomputers 
using  MS-DOS  (IBM  PC  and  compatible).13  31 39  The 
availability  of  such  hardware  for  a  large  number  of 
compatible  computers  suggests  that  standard  soft¬ 
ware  "tools"  will  be  developed  that  will  speed  up  pro¬ 
gram  development  for  image  processing.  Several 
vendors  are  already  releasing  such  software,  and 
some  is  even  being  implemented  on  graphics  chips.36 
As  the  number  of  such  software  tools  increases, 
development  of  microcomputer  digital  image  micros¬ 
copy  sytems  will  become  increasingly  easy.  The  soft¬ 
ware  presented  here  provides  a  useful  set  of  tools  for 
microscope  stage  control,  not  only  for  integration 
with  image  processing  systems,  but  also  for  use  in 
semimanual  (computer-assisted)  microscopy. 
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